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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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UDC 621-316-541-11 : 621 '386*2 : 38963 



IS: 6758 -1972 




Indian Standard 

DIMENSIONS FOR 
HIGH TENSION RECEPTACLES FOR X-RAY TUBES 



( Reaffirmed 2001 ) 



1. Scope — Dimensions for high tension receptacles to be fitted on X-ray tube shields and mating with 
the cable terminations covered by IS : 6757-1972 ' Dimensions for high tension cable terminations for 
X-ray tubes', 

2. Dimensions 
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Note 1 — Non-significant dimensions other than those that are essential for interchangeability are not specified. 
Note 2 — Socket terminal marking in clockwise direction looking at the terminals indicate: 

C — Common 

S = Small focus 

L = Large focus 
Note 3 — Socket terminals may additionally be marked with the following: 

Common «= or blue dot 

Small focus — I or black dot 

Large focus = II or red dot 
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